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Abstract. The hydroxyl radical (OH) is one of the most
important oxidants in the atmosphere, as it is involved in
many reactions that affect regional air quality and global cli-
mate change. Because of its high reactivity, measurements
of OH radical concentrations in the atmosphere are difficult,
and often require careful calibrations that rely on the produc-
tion of a known concentration of OH at atmospheric pres-
sure. The Indiana University OH instrument, based on the
Fluorescence Assay by Gas Expansion technique (FAGE),
has been calibrated in the laboratory using two different ap-
proaches: the production of OH from the UV-photolysis of
water-vapor, and the steady-state production of OH from the
reaction of ozone with alkenes. The former technique relies
on two different actinometric methods to measure the prod-
uct of the lamp flux at 184.9-nm and the photolysis time.
This quantity derived from N2O actinometry was found to
be 1.5 times higher than that derived from O2 actinome-
try. The water photolysis and ozone-alkene techniques are
shown to agree within their experimental uncertainties (re-
spectively 17% and 44%), although the sensitivities derived
from the ozone-alkene technique were systematically lower
by 40% than those derived from the water-vapor UV- pho-
tolysis technique using O2 actinometry. The agreement be-
tween the two different methods improves the confidence of
the water-vapor photolysis method as an accurate calibration
technique for HOx instruments. Because several aspects of
the mechanism of the gas phase ozonolysis of alkenes are
still uncertain, this technique should be used with caution to
calibrate OH instruments.
Correspondence to: S. Dusanter
(sdusante@indiana.edu)
1 Introduction
The hydroxyl radical (OH) has long been recognized as
one of the most important species in atmospheric chemistry
(Levy, 1972; Crutzen, 1973). Reactions with OH are the pri-
mary removal process for many atmospheric trace gases that
are important to both local and regional air quality and global
climate change, such as carbon monoxide, methane, volatile
organic compounds (VOCs), and the alternative chloroflu-
orocarbons. In addition, the OH radical initiates reactions
that lead to the production of ozone in the atmosphere, the
primary component of photochemical smog. Most of these
reactions convert OH to both the hydroperoxy radical (HO2)
and organic peroxy radicals (RO2), which in the presence of
nitrogen oxides (NOx) are converted back to OH, resulting
in a fast cycling of radicals that forms the basis of oxidation
mechanisms in the atmosphere
Measurements of HOx radicals (defined as OH+HO2) can
provide a critical test of current models of the fast pho-
tochemistry of the atmosphere (Heard and Pilling, 2003;
Heard, 2006). However, because of its high reactivity, con-
centrations of OH in the troposphere range from less than
105 cm−3 at night in remote/rural environments (Tanner and
Eisele, 1995; Bey et al., 1997), to greater than 107 cm−3
in urban environments (Ren et al., 2003b), with lifetimes
less than one second. HO2 radical concentrations are typi-
cally 5–100 times higher than OH (Stevens et al., 1997; Tan
et al., 2001; Ren et al., 2003b; Ren et al., 2006). Only a
few instruments are capable of making in situ measurements
of OH and HO2 with the required sensitivity, low levels of
interferences, and a temporal resolution that is fast enough
to catch the rapid response of OH to external perturbations.
Measurements of HOx radicals are currently done using Dif-
ferential Optical Absorption Spectroscopy (DOAS), laser-
induced Fluorescence Assay by Gas Expansion (FAGE) and
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Fig. 1. Cross-section of the IU-FAGE detection cell. The flow con-
troller and the Teflon loop used to regulate and mix the NO flow
inside the sampled air stream are not displayed.
Chemical Ionization Mass Spectroscopy (CIMS) (Heard and
Pilling, 2003). These instruments have been used for both
ground-based and aircraft-based campaigns and have been
employed for simultaneous measurements of other chemical
species such as HO2 (FAGE, CIMS), RO2+HO2 (CIMS) and
CH2O, SO2, naphthalene (DOAS)(Clemitshaw, 2004).
The DOAS technique does not require a calibration, as
it is based on the Beer-Lambert law, and is employed to
measure an average concentration of OH along a long path
length. CIMS and FAGE instruments are used to perform
local point measurements and require an external calibration
to determine the instrumental sensitivity towards OH and to
take into account potential radical losses through the sam-
pling zone. A known concentration of OH must be gen-
erated in air at atmospheric pressure under various condi-
tions of temperature and relative humidity with an appara-
tus that is portable enough to be used during field measure-
ments. Table 1 is a compilation of the sophisticated OH
sources which have been used for calibration purposes. Low
pressure discharge techniques (I) and (II) are not suitable
for calibration of tropospheric instruments because they do
not take into account potential radical losses during sam-
pling at atmospheric pressure. However, these techniques
are valuable to calibrate stratospheric instruments that mea-
sure OH at low ambient pressures. The UV photolysis of
water-vapor (III) has been used extensively to calibrate both
FAGE and CIMS instruments. The others approaches (IV,
V and VI) have only been used occasionally due to their
poorer accuracies and their more complex and cumbersome
calibration procedures. Given the difficulty in generating
a known concentration of OH radicals, the use of a single
calibration method is a main concern. The accuracy of the
calibration factor must be confirmed by performing (i) inter-
comparisons between instruments based on fundamentally
different techniques and/or (ii) cross-calibrations of differ-
ent field instruments using the same calibrator and/or (iii)
cross-calibrations of the same instrument with distinct cal-
ibration approaches. Unfortunately, there have been rela-
tively few intercomparisons of HOx measurement techniques
(Heard and Pilling, 2003). Most of these intercomparisons
have involved a DOAS instrument that is considered as a
reference technique due to its self-calibration and its good
accuracy (1σ=7%)(Heard and Pilling, 2003). Despite mea-
suring on different spatial scales, intercomparisons involv-
ing long-path DOAS measurements and local point FAGE
or CIMS measurements are generally in good agreement. It
is worth mentioning that the recent intercomparison which
took place at Forschungszentrum Julich allowed the most ro-
bust intercomparison between the DOAS and FAGE tech-
niques by using the well controlled atmosphere inside the
SAPHIR chamber (Schlosser et al., 2007). OH Measure-
ments were performed on 9 d and an excellent linear correla-
tion was observed between both techniques on 6 d (r2=0.93),
yielding a unity slope and a negligible intercept. However,
the FAGE instrument measured a higher OH concentration
than the DOAS instrument for the 3 remaining days. These
recent studies give confidence regarding the calibration of
OH instruments by the water-vapor UV-photolysis technique
and the low level of interferences of each measurement tech-
nique; nevertheless more studies are necessary to ensure that
the calibration of OH instruments is correctly performed.
To our knowledge, only one study compared a calibration
source on two different instruments (Ren et al., 2003a). This
exercise involved a FAGE and a CIMS instrument which
were deployed to measure HO2 at a rural site. Both in-
struments were compared by exchanging calibration sources
and an excellent agreement was observed in the HO2 cal-
ibration comparison. In addition, there have been only a
few studies conducted involving cross-calibrations on the
same instrument. Tanner and Eisele (1995) performed cal-
ibrations of their early CIMS instrument using the photoly-
sis of both water-vapor and ozone (Table 1). The calibra-
tion factors derived from both methods were different by ap-
proximately 20%, well within the stated uncertainties. Hard
et al. (2002) calibrated their FAGE instrument by monitor-
ing the loss of a hydrocarbon in a continuously stirred tank
reactor and compared this method to the steady-state con-
centration of OH produced from the reaction of O3 with
trans-2-butene. The sensitivities derived from both tech-
niques agreed within the stated uncertainties of each method
(∼37%). Bloss et al. (2004) validated the calibration of their
FAGE instrument during experiments at the European photo-
reactor (EUPHORE). The FAGE instrument, calibrated with
the water-vapor UV-photolysis technique, was employed to
measure the concentration of OH during the OH-initiated
oxidation of aromatic compounds. The measured concen-
trations were compared to calculated concentrations inferred
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from measured hydrocarbon decays in the photo-reactor
and good agreement was observed for 5 different aromatic
species. Nevertheless a strong disagreement was found for
1,3,5-trimethylbenzene for which the measured and calcu-
lated OH concentrations differed by a factor of three.
The accuracy of in situ measurements of OH and HO2 rad-
icals in the atmosphere is critically dependent on the accu-
racy of the calibration method. This paper presents a detailed
comparison of two different OH calibration techniques using
the same FAGE instrument: the widely used water-vapor UV-
photolysis technique and the steady-state ozone-alkene tech-
nique. The results of this study provide additional insights in
the accuracy of these two OH calibration techniques.
2 Experimental section
2.1 IU-FAGE instrument description
The IU-FAGE instrument is based on the design of GTHOS
(Ground-based Tropospheric Hydrogen Oxides Sensor) de-
veloped at Pennsylvania State University (Stevens et al.,
1994; Mather et al., 1997; Faloona et al., 2004) and takes
advantages of the detection of tropospheric OH by laser-
induced fluorescence at low pressure using the Fluorescent
Assay by Gas Expansion (FAGE) technique (Hard et al.,
1984). Only a brief description is given here, a complete in-
strumental description will be provided in an upcoming pub-
lication (Dusanter et al., 20081).
Unlike the GTHOS instrument, the current version of the
IU-FAGE HOx instrument uses a single axis for detection of
both OH and HO2 radicals. A schematic of the sampling
cell is shown in Fig. 1. Air is pumped through a flat pinhole
of approximately 1-mm diameter and is expanded through
a cylindrical nozzle (5-cm diameter, 20-cm long) before the
detection axis. Three mechanical vacuum pumps (Leybold
D16B, 20 m3h−1) are connected in parallel to provide a flow
rate of 9–10 SLPM through the sampling nozzle, allowing
air to be refreshed rapidly at the detection axis. The internal
pressure is maintained at 5.3±0.2 hPa and is monitored by
an absolute capacitance gauge (MKS 0–13.3 hPa, better than
1% precision). The operating pressure was chosen for the
following reasons: (i) an early FAGE instrument exhibited
an unusual drop in sensitivity with an increase of the ambi-
ent water-vapor mixing ratio by operating the sampling cell
at a lower pressure (Hofzumahaus et al., 1996; Creasey et
al., 1997). This effect was attributed to radical scavenging
on water cluster formed in the cold zone of the gas expan-
sion. (ii) The sensitivity is strongly dependent on the operat-
ing pressure (Faloona et al., 2004); however, this dependence
1Dusanter, S., Vimal, D., and Stevens, P. S.: Measurements
of OH and HO2 Concentrations During the MCMA-2006 Field
Campaign: Part 1: Development of the Indiana University Laser-
Inducted Flourescence Instrument, Atmos. Chem. Phys., to be sub-
mitted, 2008.
Fig. 2. Cross-section of the calibrator based on the water-vapor UV-
photolysis technique.
is minimized around 5.3 hPa and potential pressure changes
during field measurements would induce less variation on the
sensitivity than at other pressures.
A tunable dye laser (Lambda Physik, Scanmate 1)
equipped with a BBO doubling crystal is pumped by a
frequency-doubled Nd:YAG Laser (Spectra Physics Naviga-
tor II YHP40-532Q) to generate radiation around 308 nm
(∼20 ns pulse width) at a repetition rate of 6 kHz and an av-
eraged laser power of 1–15 mW. The laser power was found
to be optimum by operating the dye laser with a mixture of
Rhodamine 640 in isopropanol. The resulting laser light is
transmitted inside the sampling cell by an optical fiber (2-m
long, Thor Labs) and irradiates the sampled air mass through
a multi-pass cell (24 passes, White design). Dry nitrogen is
continuously flushed through each end of the optical cell to
avoid a dead volume and to keep the mirrors clean.
The laser emission is adjusted on-resonance with the Q1(3)
transition of OH at 308.1541 nm to promote a fraction of
radicals from the ground state OH (X25,v=0) to the first
electronically excited state OH∗(A26+, v=0). This transi-
tion was chosen because the Q1(3)-Q21(3)-P1(1) triplet is
easily identified and the Q1(3) transition exhibits one of
the strongest absorption cross sections (σ=1.4×10−16 cm2,
P=1013 hPa, T=300 K) around 308 nm (Dorn et al., 1995).
In addition, a rapid switching between Q1(3) and P1(1) al-
lows for a check for potential spectral interferences from
other ambient species. The resonant fluorescence is col-
lected by a gated detection system composed of a micro-
channel plate (Hamamatsu R5916U-50), a preamplifier (F-
100T, Advanced Research Instruments) and a time-gated
photon counter (SRS400, Stanford Research). Electronic
gating of the detector allows temporal filtering of the weak
OH fluorescence from the much more intense scattered laser
light.
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Table 1. Techniques employed to calibrate OH instruments.
Calibration techniques Principle Uncertainty
(1σ)
Generated
radicals
Laboratory/Field
(drawbacks)
References
(I) Low-pressure
flow-tube RF
discharge
H atoms are produced by
a microwave discharge in
a low-pressure flow tube.
OH radicals are produced
by titration of the H atoms
with NO2.
30% OH Laboratory
(low ambient pressure
calibration)
(Stevens et al., 1994)
(II) Pulsed N2-H2O RF
discharge
OH and NO are produced
at low pressure with a low
power RF discharge. The
OH density is related to
the NO density in the dis-
charge.
20% OH Laboratory
(low ambient pressure
calibration, require
measuring NO by LIF)
(Dilecce et al., 2004)
(III) Water UV-photolysis See experimental section. 10–30% OH,
HO2
Laboratory / field
(Photon flux
measurements,
lamp dependent
absorption)
(Tanner and Eisele, 1995;
Creasey et al., 1997; Hol-
land et al., 1998; Matsumi
et al., 2002; Heard and
Pilling, 2003; Holland et
al., 2003; Ren et al., 2003c;
Faloona et al., 2004; Smith
et al., 2006)
(IV) steady-state O3-alkene See experimental section. 42% OH Laboratory/field
(time consuming)
(Hard et al., 2002; Heard
and Pilling, 2003)
(V) Continuously Stirred
Tank Reactor (CSTR)
OH is produced in a CSTR
by UV-irradiation of an
Hydrocarbon/H2O/NO
mixture. The OH concen-
tration is calculated from
the loss of the hydrocarbon.
36% OH Laboratory/field
(bulky, time consuming,
potential gradient of OH
near the wall of the
reactor)
(Hard et al., 1995; George
et al., 1999; Hard et al.,
2002)
(VI) Laser photolysis of O3 Ozone is photolysed at
248 nm and OH is produced
by subsequent reaction of
excited atomic oxygen with
water. O3+hv→O(1D)+O2
40–50% OH Laboratory
(bulky, expensive)
(Eisele and Tanner, 1991;
Tanner and Eisele, 1995)
The measurement of HO2 is based on its rapid gas-phase
reaction with nitric oxide as shown by Reaction (R1) and
subsequent detection as OH. A small flow of pure NO (Math-
eson, better than 99% purity) is added through a loop injector
located just below the inlet after passing though an ascarite
trap. To convert most of the HO2 radicals before the detec-
tion axis, the optimum flow rate (∼1 SCCM) is a trade-off
between the conversion of HO2 into OH and the removal of
OH by reaction with NO (R2); as a result, the fraction of
HO2 converted into OH must be determined by calibration.
HO2+NO → OH+NO2 (R1)
OH+NO+M → HONO+M (R2)
Unknown impurities in the NO mixture can be photolyzed
and interfere with HO2 measurements by producing OH at
high laser power. We recently observed an interference
showing a quadratic dependence with the laser intensity and
a linear dependence with the NO concentration, characteris-
tic of a two-photon photolytic process. This interference has
not been identified yet but has been quantified in laboratory
and during field experiments (Dusanter et al., 20081).
The FAGE instrument is not a zero-background technique
and the background signal, also called the off-resonance sig-
nal, must be measured to derive the net signal produced by
the OH fluorescence. The procedure employed is based on
successive modulation cycles during which the wavelength is
successively tuned on-resonance and off-resonance with the
Q1(3) transition. During measurements, half the time is de-
voted to measure the off-resonance signal and the rest of the
time is dedicated to measure the on-resonance signal. The net
OH signal (SOH) is inferred from the subtraction between the
on-resonance signal and the two surrounding off-resonance
signals. When NO is added to the sampled air stream, the
sum (background + net OH + net HO2) is measured. The net
HO2 signal (SHO2 ) is derived from the subtraction between
the net OH signal with NO added and the net OH signal with-
out NO.
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The radical concentrations are calculated by inverting
Eqs. (1) and (2), and require the measurement of SOH, SHO2
and the laser power Pw. It also requires the calibration of the
detector response towards OH (ROH) and HO2 (RHO2):
SOH=[OH]×ROH×PW (1)
SHO2 = [HO2]×RHO2×PW (2)
ROH represents the number of photon counts per second
produced per OH radical and normalized to 1-mW of laser
power. Eq. (1) assumes that ROH is not a function of laser
power, as was observed in these studies. However, it must be
noted that some previous studies have observed such behav-
ior (Faloona et al., 2004) and care must be taken to determine
whether ROH is dependent on laser power. RHO2 is the prod-
uct of ROH and the fraction of HO2 converted into OH prior
the detection axis (RHO2=ROH× CHO2).
The fluorescence quantum yield is dependant on colli-
sional quenching which deexcites OH∗ by inelastic scattering
and consequently the sensitivity depends on operating condi-
tions such as the pressure, the temperature and the chemi-
cal composition of the sampled air mass. The most efficient
quenchers of OH∗ in ambient air are N2, O2 and H2O. The
radiative lifetime of OH∗ in dry air is 116-ns at 5.3 hPa and
298 K, almost 6 times shorter than its natural lifetime (Bailey
et al., 1997). It is obvious that a change in the quenching rates
of OH∗ would result in a change of the instrumental sensitiv-
ity. However, constant atmospheric O2 and N2 mixing ratios
as well as the negligible variation of the internal pressure un-
der normal operating conditions do not lead to a significant
variation of the quenching rates. Water-vapor is known to be
an efficient quencher of OH∗, more efficient than N2 and O2
at similar concentrations. As a result, the lifetime of OH∗
decreases to 106-ns in air containing 1% of water-vapor, and
the sensitivity of the IU-FAGE instrument is expected to de-
crease by approximately 13% per percent of water. The wa-
ter mixing ratio is highly variable in the troposphere (1–3%)
and care must be taken to calibrate the dependence of the OH
response toward the water concentration.
The instrumental stability is largely governed by the stabil-
ity of the laser intensity. Slow drifts are tracked during mea-
surements by monitoring the laser power at the exit of both
the dye laser (UVdye) and the White cell (UVcell). For this
purpose, two photodiodes (UDT-555UV, OSI Optoelectron-
ics) are equipped with interference filters at 308-nm (ESCO
products). The ratio UVcell/UVdye is used to track the trans-
mission of the laser light through the optical fiber and the
cleanliness of the optics inside the White cell. During in-
strument calibrations, the measurement precision depends
on fluctuations of the background signal due to variations in
laser scatter, and fluctuations of the OH concentration at the
exit of the calibrator. The total uncertainty associated to a
measured OH concentration also depends on the error intro-
duced by the calibration technique, due to the inaccuracy of
Fig. 3. Oxygen absorption cross-sections measured as a function of
O2 column density. The grey circles are individual measurements
performed at various conditions of lamp temperatures and voltages.
The dark square is an average of 101 measurements performed at a
typical O2 column density of 6.1×10−18 molecule/cm2 used during
OH calibrations. The measurements are consistent with a normal
distribution and lead to an averaged value of σO2=1.21×10−20 cm2
and a standard deviation of 0.09×10−20 cm2. The standard devia-
tion estimated for the averaged value is 0.8%.
the quantities involved in the calculation of the OH concen-
tration inside the calibrator. The systematic part of this error
is time invariant and is usually larger than the measurement
precision.
2.2 The water-vapor UV-photolysis calibration technique
This technique takes advantage of direct photolysis of water-
vapor at 184.9 nm in air and at atmospheric pressure. The
photolysis of water leads to the production of an equal
amount of OH radicals and H atoms (R3). The latter are then
stochiometrically converted into HO2 on a sub-microsecond
timescale by O2 (R4):
H2O+hν (184.9nm)→OH+H (R3)
H+O2+M→HO2+M (R4)
[OH]=[HO2]=[H2O]×σwater×8OH+H×(F×t) (3)
ROH=
SOH
[OH] × PW
(4)
Equation (3) shows that the concentrations of OH and
HO2 are calculated from the time-integrated photolysis rate
of water, using its known absorption cross-section σwater, the
unity photodissociation quantum yield 8OH+H (Sander et al.,
2006), the photon flux (F) and the photolysis time (t). It is
worth mentioning that the absorption cross section of water-
vapor at 184.9 nm (σwater =7.14×10−20 cm2 molecule−1) has
been re-measured recently by several groups (Cantrell et
al., 1997; Hofzumahaus et al., 1997; Creasey et al., 2000).
www.atmos-chem-phys.net/8/321/2008/ Atmos. Chem. Phys., 8, 321–340, 2008
326 S. Dusanter et al.: Tropospheric OH calibration techniques
Fig. 4. Schematic of the calibrator based on the steady-state O3-
alkene technique.
The instrumental sensitivity ROH is then determined by mea-
suring the laser power and the net OH signal generated at
the known OH concentration produced by the calibrator as
shown in Eq. (4). During their transport inside the calibrator,
the radicals can undergo chemical reactions and their sinks
must be well understood to derive the right concentrations of
OH and HO2 entering the instrument. These radical loss re-
actions include self- and cross-reactions (R5–R7) as well as
the radical losses on the wall of the apparatus (R8–R9):
OH+OH→H2O+O(3P) (R5)
HO2+HO2→H2O2+O2 (R6)
OH+HO2→H2O+O2 (R7)
OH+wall→loss (R8)
HO2+wall→loss (R9)
To determine the contribution of homogeneous radical loss
on the concentration of OH and HO2 in the calibrator, the
chemical system including Reactions (R5–R7) was mod-
eled over the typical range of HOx concentrations generated
(1.1×109–1.5×1010 cm−3) and a reaction time of 25–50 ms.
The results show that radical losses coming from radical-
radical reactions are mainly due to (R7), reducing the cal-
culated concentration of OH and HO2 from 1 to 9%.
In addition to water photolysis, molecular oxygen is
photolyzed at 184.9 nm (R10) producing only ground-state
atomic oxygen (Okabe, 1978):
O2+hν (184.9 nm)→O(3P)+O(3P) (R10)
O2+O(3P)+M→O3+M (R11)
O(3P) subsequently reacts with O2 to form O3 (R11), which
can modify the partitioning between OH and HO2 through
reactions (R12–R13):
OH+O3→HO2+O2 (R12)
HO2 + O3→OH + 2O2 (R13)
Adding these reactions to the model with an O3 mixing ra-
tio of 10 ppb (corresponding to the maximum observed dur-
ing calibrations) affects the concentration of OH and HO2 by
less than 0.1%. However, care must be taken to perform cal-
ibration at a low concentration of O3 in order to minimize
secondary chemistry which could be catalyzed on the wall of
the calibrator as suggested by Hard et al. (2002).
A low-pressure mercury lamp that emits at 184.9 nm but
also at longer wavelengths is used as the photolysis source.
From this lamp, the emission at 253.7 nm is about 8 times
higher than that at 184.9 nm (Schultz et al., 1995). Photoly-
sis of ozone occurs at 253.7 nm and generates excited atomic
oxygen that subsequently reacts with water-vapor and pro-
duces additional OH radicals. However, despite an ozone
absorption cross section ∼160 times higher at 253.7 nm than
that for water at 184.9 nm, the low ozone mixing ratio gen-
erated during a calibration suggests that this source of OH
is insignificant compared to the water photolysis process.
Emissions at 184.9 and 253.7 nm also photolyses HO2 and
produces OH in the illuminated region with a photolysis fre-
quency that is approximately 100 times higher than for H2O
(Sander et al., 2006). Nevertheless, as for O3, the low mixing
ratio of HO2 makes this source of OH negligible. Emissions
longer than 253.7 nm do not induce secondary photochem-
istry in the calibrator.
Both laminar (Creasey et al., 1997; Holland et al., 1998;
Holland et al., 2003) and turbulent (Faloona et al., 2004) op-
erating flow conditions have been used previously with the
water-vapor UV-photolysis technique. Under laminar flow
conditions, with Reynolds numbers below 2000, the flow is
characterized by a radial velocity profile exhibiting the high-
est velocity at the center of the reactor where air is sampled
by the instrument. As a result air in the center of the re-
actor has a shorter residence time in the illuminated region,
leading to an OH concentration that is lower than that deter-
mined from Eq. (3) using the average velocity to calculate
the photolysis time. The calculated OH concentration must
be corrected by a factor which depends on the fraction of gas
that is sampled by the instrument and how the laminar flow
is developed (Creasey et al., 1997; Heard and Pilling, 2003).
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Fig. 5. Typical water-vapor UV-photolysis calibrations. OH and HO2 signals are shown as a function of the distance between the exit of
the calibrator and the radical productions. Panel a: calibrations performed at a total flow rate of 50 SLPM. Run 1: ◦[OH]=1.1×109 cm−3;
Run 2: ✷[OH]=3.7×109 cm−3; Run 3: 1[OH]=5.1×109 cm−3. The dashed lines are the 95% confidence intervals of the linear regres-
sions. Panel b: calibrations performed at a total flow rate of 30 SLPM. Run 1: •[OH] and [HO2]=1.5×1010 cm−3; Run 2: N[OH] and
H[HO2]=3.2×109 cm−3.
This approach has the advantage of low wall reactions, but
requires an accurate determination of the correction factor.
Under turbulent flow conditions, where the Reynolds num-
ber is greater than 4000, the flow is characterized by a flat
radial velocity profile due to turbulent mixing, and the OH
concentration is uniformly distributed. The advantages com-
pared to the laminar approach are twofold; there is no need
to correct the calculated OH concentration due to different
flow velocities, and the calibration is less sensitive to radial
movement of the calibrator because the OH concentration is
more uniform than for a laminar flow. On the other hand, the
turbulent flow induces a higher loss rate of the radicals on the
wall, which must be measured.
The air exposure to the UV light, defined by the quantity
(F×t) in Eq. (3), is required to calculate the OH and HO2
concentrations. This quantity is difficult to quantify accu-
rately, and two different approaches can be used to measure
it experimentally: (i) absolute determinations of (F) and (t)
separately, (ii) actinometric experiments to directly derive
the product (F×t). The first approach requires an accurate
characterization of the light source in terms of its photon flux
distribution. The flux from the lamp at 184.9 nm must be
mapped carefully and measured with a calibrated photode-
tector (Faloona et al., 2004). The measurement of the photon
density must be highly selective at 184.9 nm and must be per-
formed on a regular basis to catch the flux variations due to
the aging of the lamp. Moreover, the light must be carefully
collimated trough the calibrator to avoid potential reflections
from the wall and to allow an accurate estimate of the photon
flux and the photolysis time.
Two different actinometers are usually used in the second
approach. As mentioned above, the emission at 184.9 nm
also photolyses oxygen and leads to the production of ozone
through Reactions (R10–R11). Its concentration is related
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Fig. 6. Plot of SOH versus [OH]. Open circles represent the OH signal corrected from the water-vapor quenching effect. Open squares
represent the uncorrected signal. The dashed lines are the 95% confidence intervals of the linear regression for the corrected signal. The
slope of the linear regression is a determination of ROH under dry air conditions.
to the product (F×t) as shown in Eqs. (5) and (6) using a
photolysis quantum yield 8O3=2:
[O3]=[O2]×σO2 ×8O3×(F×t) (5)
(F×t)=
[O3]
2[O2]σO2
(6)
Thus, oxygen actinometry can easily be performed during
the calibration by measuring the concentration of ozone in
the air stream exiting the calibrator (Heard and Pilling, 2003;
Holland et al., 2003). It is assumed that in turbulent flow con-
ditions, the concentration of O3 measured reflect an average
of the O3 production that occurred all along the photolysis
path length. It is worth mentioning that for the actinometric
approach, there is no need to carefully characterize the spa-
tial distribution of the light and reflections from the reactor
wall are not a concern. O2 actinometry also allows the track-
ing of instabilities in the lamp during the calibration that may
result in large fluctuations of the light intensity. As a result,
instabilities in the lamp flux due to changes in lamp temper-
ature are less crucial for this approach than in the absolute
determination of (F) and (t).
The concentration of O3 produced during a calibration (2–
10 ppb) can be measured with a commercial ozone monitor
and [O2] is fixed by the air mixture. However, several previ-
ous studies have shown that the oxygen absorption cross sec-
tion is dependent on operating conditions (O2 column den-
sity, lamp current, cooling flow) and it is necessary to mea-
sure σO2 for each calibration system (Hofzumahaus et al.,
1997; Lanzendorf et al., 1997). For example, Hofzumahaus
et al. (1997) observed a variation in the measured O2 ab-
sorption cross section of approximately 27% between seven
different mercury lamps. The mercury-lamp system depen-
dence is the result of the overlap between several features of
the highly structured absorption spectrum of O2 (Schumann-
Runge band) and the lineshape of the emission at 184.9 nm
that depends on the operating conditions of the lamp due to
line reversal (Lanzendorf et al., 1997) and potential fluores-
cence of the fused silica envelope (Cantrell et al., 1997).
The quantity (F×t) can also be derived from nitrous ox-
ide actinometry during separate experiments in air (Edwards
et al., 2003). The product (F×t) is calculated from Eq. (7)
using the known kinetics parameters involved in Reactions
(R14–R17) and from measurements of the amount of nitro-
gen oxides produced:
N2O+hν (184.9 nm)→N2+O(1D) (R14)
N2O+O(1D)→ 2NO (R15a)
N2O+O(1D)→ N2+O2 (R15b)
O(1D)+N2→O(3P) (R16)
O(1D)+O2→O(3P) (R17)
(F×t)=
(k15a+k15b)[N2O]+k16[N2]+k17[O2]
2k15aσN2O[N2O]2
[NOx] (7)
It should be noted that O(1D) can also be quenched by N2O,
but this process is negligible compared the quenching rates
of N2 and O2. The ground state atoms of oxygen generated
by the quenching of O(1D) and by the photolysis of oxygen
rapidly reacts with O2 and produces O3 that subsequently
convert NO into NO2 and care must be taken to measure the
sum of NO and NO2.
The calibrator design used in these experiments is shown
in Fig. 2 and is based on the turbulent flow approach together
with oxygen/nitrous oxide actinometry. It consists of a rect-
angular flow reactor made of aluminum (1.27×1.27×30-cm)
and is equipped with a suprasil window on two sides. The
light source is a low-pressure mercury lamp (UVP Inc, model
11sc1) housed in an aluminum cartridge that is continuously
purged with dry nitrogen to prevent light absorption by at-
mospheric gases. The flow of N2 also helps to control the
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temperature of the lamp. The photolysis volume inside the
calibrator is approximately 1.27-cm height and 0.6×4.0-cm
wide. The lamp housing can be adjusted along the calibrator
length to characterize the loss of radicals (R5–R9) by chang-
ing both the reaction time through the calibrator and the ex-
posure time to the reactor wall.
The flow rate of air (zero grade, Indiana Oxygen) is
regulated by two mass flow controllers (MKS, M100B)
and passes through a chemical trap containing CARULITE
(Carus Chemical Company) to remove traces of carbon
monoxide. The flow is adjusted to 50 SLPM in order to in-
crease the Reynolds number up to 4300 and to insure that the
OH instrument only samples air from the calibrator. Under
rare occasions, the total flow rate was reduced to 30 SLPM
but the detected OH signal was observed to be much more
sensitive to movement of the calibrator and these calibrations
were excluded of the final analysis. Measurements of the ve-
locity profile at 50 SLPM using a pitot tube reveal that the
velocity changes by approximately 8% between the center of
the reactor and a radius of 3 mm. However, even if the veloc-
ity is slightly higher at the center, the turbulent mixing that
occurs after the photolysis zone provides a uniform concen-
tration of OH.
A variable fraction of the flow (∼2–40%) is di-
verted through two bubblers containing high purity water
(J. T. BAKER, ultra resi-analysed) to vary the water-vapor
fraction, and is mixed back with the initial flow through 7 m
of Teflon tubing before entering the calibrator. The water-
vapor and ozone mixing ratios are monitored in the excess
flow exiting the calibrator using commercial analyzers. Care
is taken to verify that these monitors sample only air flow-
ing through the calibrator. The water-vapor mixing ratio is
measured by a LI-COR 6262 monitor based on IR absorption
spectroscopy. This monitor is regularly calibrated against a
dew point generator (LI-COR 610) and the uncertainty of
the measurement is estimated to be ±2% (1σ ). The ozone
mixing ratio is monitored by a Teledyne 400E monitor based
on UV absorption spectroscopy. The monitor is calibrated
against a photometric O3 calibrator (API, M401) and the un-
certainty of the measurement is estimated to ±0.5 ppb (1σ )
for an averaging time of 5-min (detection limit of 0.1 ppb).
As mentioned above, the O2 actinometry approach re-
quires measuring the oxygen absorption cross-section at
184.9 nm under the same operating conditions as during an
OH calibration. Measurements were performed in a cylin-
drical cell (10-cm long) made of Pyrex and equipped with
two suprasil quartz windows. The low-pressure mercury
lamp was mounted in the housing used during OH calibra-
tions and was continuously purged with dry nitrogen. This
housing was designed to use the light emitted by the side
of the lamp. The beam was collimated through an optical
train composed of a pinhole, a biconvex lens and an iris.
The emission at 184.9 nm was isolated by two interference
filters (FWHM=20 nm, Acton Research) located in the lamp
housing and in front of the detector. The path length outside
the cell was minimized and continuously flushed with dry
N2. The pressure inside the cell was monitored by an ab-
solute capacitance gauge (MKS 0-1333 hPa, better than 1%
precision). The intensity of the light was measured by an
amplified photodiode UDT-555UV from OSI Optoelectron-
ics. The monochromaticity of the UV light around 184.9 nm
was checked by using a flow of nitrogen containing 26%
of nitrous oxide that absorbs more than 99.9% of the pho-
tons at 184.9 nm and less than 0.1% at 253.7 nm. The ex-
perimental set-up and the procedure used to derive absorp-
tion cross sections were tested by measuring the well known
absorption cross section of N2O at 184.9 nm. The value
σN2O=(1.37±0.11) ×10−19 cm2 derived from several exper-
iments is in good agreement with the recommended value of
1.43×10−19 cm2 (Sander et al., 2006) and confirmed that our
experimental set-up was appropriate to measure the absorp-
tion cross section of O2.
For the oxygen absorption cross section measurements, a
flow of N2 containing various mixing ratios of oxygen (0–
3.3%) was continuously passed through the cell at a total flow
rate of 0.5–1.5 SLPM. The mixture composition was con-
trolled by a combination of two mass flow controllers (MKS
1179A). The attenuation of the light at 184.9 nm was mea-
sured by rapid subtraction between successive measurements
in pure N2 and N2/O2 mixtures flowing through the cell. σO2
was determined as a function of O2 column density from the
Beer-Lambert law and is shown in Fig. 3. The HOx calibra-
tions used synthetic air, corresponding to a column density
of 6.1×1018 molecule/cm2. An absorption cross section of
(1.21±0.12)×10−20 cm2 was derived at this O2 column den-
sity from more than 100 individual measurements and used to
calculate the product (F×t) from Eq. (6) during OH calibra-
tions. This value compares well with previous measurements
(Hofzumahaus et al., 1997; Lanzendorf et al., 1997; Creasey
et al., 2000). It is worth mentioning that additional measure-
ments were carried out with a lamp housing designed to se-
lect the light coming from the top of the lamp. The absorp-
tion cross sections measured were approximately 30% lower
than those measured with the light coming from the side of
the lamp, probably due to a higher degree of line reversal.
The light intensity was adjusted by varying the voltage
supplied to the mercury lamp power supply. The light in-
tensity at 184.9 nm decreased by a factor of approximately
5 when the voltage was adjusted from 120 to 30 V, while
measurements of σO2 resulted in variations of less than 2%.
Moreover, the variations of SOH and [O3] measured at con-
stant water mixing ratios during OH calibrations were lin-
ear with the supplied voltage, indicating that the intensity
of the light at 184.9 nm changes linearly with the voltage
with negligible changes in the oxygen absorption cross sec-
tion. These results agrees with the observations of Creasey
et al. (2000) who found that variations in the measured O2
absorption cross section were less than 2% when the lamp
current was varied between 2.5–10 mA.
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Table 2. Experimental conditions and uncertainties involved in the water-vapor UV-photolysis calibration technique.
Parameters Valuea
(min/max)
Uncertainty (1σ %)
[OH] calculated from Eq. (3)
[H2O]
σwater,185 nm
8OH
O2 Actinometry (Fxt)
[O3]
[O2]
σO2,185nm
N2O Actinometry (Fxt)
[N2O]
[NOx]
σN2O,185 nm
8N2O
k15a
k15b
k16
k17
HO2 conversion (CHO2=SHO2 / SOH)
SOH
SHO2
FNO
ROH=SOH/[OH]×Pw
Pw
RHO2 =ROH×CHO2
0.1–1.5×1010 cm−3
0.10–0.55 %
7.14×10−20 cm−2
1
0.4–2.1×1012 photon/cm2
2–10 ppb
21%
1.21×10−20 cm−2
1.7×1012 photon/cm2
7–8 %
8–9 ppb
1.43×10−19 cm−2
1
7.2×10−11 / 6.7×10−11
4.4×10−11 / 5.0×10−11
2.6×10−11 / 3.1×10−11
4.0×10−11 / 4.0×10−11
1.02
800–5800 ct/s
2900–6800 ct/s
1 SCCM
7.2×10−7–9.1×10−7 ct/s/cm−3/mW
1 mW
6.8×10−7–8.6×10−7ct/s/cm−3/mW
15.5
2
3
<1
15
12
5
10
55/33
5
10
2
<1
26 / 15
26 / 15
26 / 10
12 / 10
6.5
4
5
1
17
5
18
a Values and uncertainties on chemical rate constants are given for T=298 K and units for bimolecular rate constants are in
cm3 molecule−1 s−1. The first number is the value recommended by Atkinson et al. (2004) and the second number by Sander et al. (2006).
To minimize temperature changes in the emission of the
lamp, a flow of N2 was passed through the lamp housing.
Although the overall intensity of the lamp decreased as the
cooling flow was increased, measurements of σO2 were inde-
pendent of the cooling flow, suggesting that the oxygen ab-
sorption cross section measured for the mercury lamp used
during these OH calibrations is not dependent on the lamp
temperature. A second emission line from the mercury lamp
at 194.2 nm can also contribute to the photolytic processes.
Its emission intensity is about 2 orders of magnitude lower
than the primary emission at 184.9 nm, but its intensity has
been observed to increase as the temperature of the lamp de-
creased (Cantrell et al., 1997), in contrast to the observed
decrease in the intensity at 184.9 nm. The absorption cross-
section of water is about 2 orders of magnitude lower at
194.2 nm than at 184.9 nm (Creasey et al., 2000) and as a
result the contribution of the second line to the water pho-
tolysis is negligible. More importantly, a change in the parti-
tioning of photons between 184.9 and 194.2 nm could induce
a change in the photolysis of O2. However, measurements of
σO2 performed at various flow of N2 through the lamp hous-
ing suggest that these changes are negligible under these op-
erating conditions.
2.3 The steady-state ozone-alkene calibration technique
It is now well-established that the ozonolysis of alkenes is an
important source of atmospheric radicals such as OH, HO2
and RO2 (Paulson and Orlando, 1996; Donahue et al., 1998).
These reactions have also been proposed as a source for the
calibration of OH instruments (Hard et al., 2002). In this
technique, a steady-state concentration of OH is produced in-
side a flow-tube reactor by the ozonolysis of an alkene (R18):
O3+alkene→intermediates→α1OH+α2HO2+6αPiPi(R18)
OH+alkene→products (R19)
OH+O3→HO2 + O2 (R20)
OH+wall→loss (R21)
The resulting OH radical can react with its precursors
(R19–R20) as well as the wall of the reactor (R21). Pi des-
ignates any co-products of OH and HO2 such as carbonyl
species and thermalized Criegee intermediates (hereinafter
referred to as TCIs).
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Fig. 7. Plot of ROH versus [H2O]. Filled circles and filled triangles represent the respective sensitivities measured with the water-vapor UV-
photolysis technique and the steady-state O3-alkene technique. The dashed lines are the 95% confidence intervals of the linear regression.
The error bars are the total uncertainty (1σ) stated in Tables 1 and 3. The grey dots represent the points at [H2O]= 0 from the calibrations
performed with the steady-state O3-alkene technique that have been performed in dry air.
The competition between OH production and removal pro-
cesses leads to the generation of a steady state concentration,
which is calculated using Eq. (8) and the known kinetic pa-
rameters of (R18–R21):
[OH]SS=
k18α1[O3][alkene]
k19[alkene]+k20[O3]+k21
(8)
After expansion in the low pressure chamber of the FAGE
instrument, the rates of the bimolecular reactions are divided
by a factor equal to (Patmosphere/PIU−Fage)2∼36 000 at sea
level. As a consequence, the secondary chemistry involving
OH radicals occurring inside the sampling cell is negligible
during the short transit-time to detection.
The validity of the steady-state equation is discussed by
Hard et al. (2002) and only a brief summary is given here.
Secondary chemistry occurring in the flow-tube, such as ad-
ditional OH production and loss reactions, can limit the va-
lidity of Eq. (8). Products of reaction such as HO2, carbonyl
species and Pi , are produced by (R18) and the concentration
of these species either build up in the system or reach a steady
state until they can perturb the steady-state OH concentration
(R13, R22–R24):
Pi+OH→products (R22)
Pi+O3 → α3OH+products (R23)
Pi+alkene → α4OH+products (R24)
[O3]×t <<
α1
αP iα3k23
(9)
[Alkene]×t <<
α1
αP iα4k24
(10)
Hard et al. (2002) have shown that secondary chemistry can
be neglected when Eqs. (9) and (10) are satisfied. The right
side of these equations has been estimated to be approxi-
mately 3.7×1015 molecule/cm3s by assuming that Pi is a
thermalized Criegee intermediate and αP i=α3=α4=1. The
worst experimental conditions employed during our calibra-
tions lead to maximum values of 2.5×1013 molecule/cm3s
for [O3]×t and 2.6×1011 molecule/cm3s for [alkene]×t,
more than 2 order of magnitude below the upper limit.
The sensitivity of the instrument can be determined from
rearranging Eqs. (1) and (8) into Eq. (11):
1
SOH
=b+m
1
[alkene]
;
b=
1
ROHKalkene[O3]PW
;
m=b
(
k21+k20[O3]
k19
)
(11)
ROH=
1
bKalkene[O3]PW
(12)
A calibration consists of measuring SOH at various alkene
concentrations for a constant ozone concentration. The pa-
rameter b is derived from the y-intercept of a linear regres-
sion of 1/SOH versus 1/[alkene] and ROH is calculated from
Eq. (12). The advantage of using Eqs. (11) and (12) instead
of Eqs. (8) and (4) is that the parameter b is independent of
k20 and k21 and a change in the wall losses will not affect
the calibration. Kalkene is a numerical constant defined by
the known kinetic parameters of Reactions (R18) and (R19),
Kalkene=α1× k18/ k19.
A close inspection of Eq. (8) shows that the procedure
described above to determine ROH could be simplified if
the steady state concentration of OH is generated using
a large concentration of alkene. Under these conditions,
Eq. (8) simplifies to [OH]ss= Kalkene×[O3]. [OH]ss is then
independent of k20 and k21, and ROH can be derived from
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Eq. (4). However, in order for k19× [alkene] >10×(k20×
[O3] + k21), the alkene concentration must be greater
than 5×1012molecule/cm3 (assuming the alkene is trans-2-
butene, an O3 mixing ratio of a few ppm and k21=27 s−1 from
Hard et al., (2002)). Hard et al. (2002) observed an interfer-
ence during calibrations performed in dry air at high con-
centrations of trans-2-butene and excluded measurements at
concentrations above 3×1012 molecule/cm3 from their anal-
ysis. Moreover, using a high alkene concentration may allow
(R18) to persist in the low-pressure cell of the FAGE instru-
ment as mentioned by the same authors. For these reasons,
we decided to derive ROH from Eqs. (11) and (12). Because
ROH is directly proportional to 1/KT2B and given the large
uncertainty associated to the rate constants at ambient tem-
perature (Table 3), the calibration should be performed as
close as possible to 298 K in order to avoid additional sources
of uncertainty from the temperature dependence of the rate
constants. This is a major drawback to the use of this cali-
bration technique outside of the laboratory.
We selected trans-2-butene (hereafter referred to as T2B)
to calibrate the IU-FAGE instrument for several reasons. The
OH yield reported from scavenger studies does not exhibit
a pressure dependence for T2B in the range 27–1013 hPa
(Fenske et al., 2000; Hard et al., 2002). It has been argued
that TCIs can undergo reactions with water-vapor (Neeb et
al., 1997; Tobias and Ziemann, 2001), resulting in an OH
yield that would depend on the water-vapor concentration.
However, measurements performed during scavenger exper-
iments have shown that the OH yield measured in dry and
humid air for T2B are independent of the water concentra-
tion (Hasson et al., 2003). The pressure dependence and the
reaction of the TCIs with water are discussed in detail in the
Discussion section.
A schematic of the ozone-alkene apparatus is shown in
Fig. 4, and consists of a cylindrical reactor (Pyrex, 1.27-
cm diameter, 65-cm long) coupled with an internal injector
(PTFE, 3-mm diameter). Reagent mixing is achieved by us-
ing an injector designed with radial holes and several Teflon
coils, located upstream the mixing zone, to generate turbu-
lences. Ozone is generated by photolysis of O2 at 184.9 nm
in a separate photolysis cell equipped with 2 low-pressure
mercury lamps (UVP Inc, model 11sc1). A PTFE filter is
connected downstream of the photolysis cell to scavenge any
excited atomic oxygen produced by the photolysis of O3 at
253.7 nm. The air flow (zero grade, Indiana Oxygen) passes
through a chemical trap containing Carulite and is regulated
by a mass flow controller (MKS, M100B). The flow rate is
adjusted in the range of 13–20 SLPM and is divided into two
air streams. The first air stream supplies 5–20 SLPM of air
to the O3 photolysis cell, while the remainder passes through
two water bubblers (J. T. Baker, ultra resi-analysed). Both
air streams are mixed back together through 7 m of Teflon
tubing before entering the flow-tube. A variable flow of T2B
(30 ppm in N2, Matheson, purity better than 95%) is adjusted
in the range 0–20 SCCM by a mass flow controller (MKS,
1179A), and is added to the flow-tube through the injector.
The total flow rates lead to Reynolds number between 1500
and 2400, characteristic of laminar-turbulent conditions. The
averaged velocities result in reaction times in the range 140–
210 ms, which are longer than the time required to reach the
steady state (5–19 ms), and short enough to avoid secondary
chemistry based on Eqs. (9) and (10). Pitot tube measure-
ments performed at the exit of the flow-tube show that the
velocity changes by about 24% between the center of the re-
actor and a radius of 3.5-mm.
A fraction of the O3/water/air mixture introduced inside
the flow-tube is continuously sampled by two commercial
monitors to quantify the water-vapor and O3 mixing ratios.
The monitors used during these calibrations are the same
as those employed for the water-vapor UV-photolysis cal-
ibration experiments. The uncertainties (1σ ) of the mea-
surements are ±2% for the water mixing ratio and ±5% for
the O3 measurement. Ozone and water-vapor mixing ratios
generated during calibrations were typically in the range 1–
4 ppm and 0–1.6% respectively. The OH wall loss rate was
investigated by plotting m/b versus [O3] (see Eq. 11), result-
ing in a loss rate of approximately 20 s−1.
3 Results
3.1 Water-vapor UV-photolysis calibration results
Typical OH calibrations are shown in Fig. 5 Panel (a). The
high flow rate used in this technique generates turbulent con-
ditions that produces a uniform concentration of radicals, but
also increases radical loss. To quantify the loss of radicals,
the residence time in the reactor was varied by changing the
location of the light source on the calibrator. High losses
were observed for OH, and its concentration was extrapo-
lated at the exit of the calibrator by using a simple linear
regression. The scatter in the signal observed in Panel (a) is
typical of all the calibrations we performed to derive ROH at
a total flow rate of 50 SLPM and the precision (1σ) of the ex-
trapolation is better than 4%. The total OH loss observed in
our calibrator is on the order of 20–35% for a reaction time
of 40-ms and increases slightly as the HOx concentrations
increase. Only 1–9% can be attributed to radical-radical re-
actions. This OH decay is attributed to wall losses that are
much higher than that observed by Faloona et al. (2004) us-
ing a similar system. This points out that wall losses should
be investigated for each calibrator. The high wall loss of OH
is likely due to the fact that the walls of the calibrator are
uncoated. In contrast, Panel (b) shows that HO2 is less reac-
tive than OH on the wall of the reactor and the HO2 signal
does not decrease as the residence time is increased. The ex-
trapolated signals of OH and HO2 are equal as expected from
Eq. (3), suggesting that the conversion efficiency of HO2 into
OH is highly efficient. Future versions of the calibrator will
be coated with Teflon in order to minimize these wall reac-
tions.
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Table 3. Experimental conditions and uncertainties involved in the steady-state O3-alkene calibration technique.
Parameters Valuea
(min/max)
Uncertainty
(1σ %)
[OH] from measured signals
KT2B
α1
k18
k19
ROH = 1 / (b×KT2B×[O3]×Pw)
Intercept (b)
[O3]
Pw
0.5–1×108 cm−3
4.2×10−4e−1609/T
0.64
6.6×10−15e−1059/T
1.0×10−11e550/T
3.9×10−7–5.3×10−7ct/s/cm−3/mW
3.2×10−3–4.5×10−4 (ct/s)−1
1–4 ppm
1 mW
43
43
15
35
20
44
7
5
5
a Values and uncertainties on chemical rate constants are given for T=298 K and units for bimolecular rate constants are in
cm3 molecule−1 s−1. k18 is the value recommended Calvert et al. (2000) and k19 is from Atkinson (1989). References for α1 have been
reviewed by Hard et al. (2002).
During calibration experiments, the laser power was kept
close to 1-mW to avoid saturation of the detector, and SOH
ranged from 800 to 5800 ct/s (the detector response is lin-
ear up to 15 000 ct/s). The OH signals recorded during the
calibration experiments are displayed in Fig. 6 after correc-
tion of the water-vapor quenching effect which usually in-
creases with increasing OH concentrations due to the use of
higher mixing ratios of water-vapor. A linear regression of
the corrected signal versus the OH concentrations shows the
linearity of the detector response, and the negligible inter-
cept observed confirms that this instrument can be calibrated
with OH concentrations up to 3–4 orders of magnitude higher
than ambient levels. However, future versions of our calibra-
tor will be designed to operate at lower OH concentrations
(106–107 cm−3) to calibrate the IU-FAGE instrument under
more realistic conditions.
The calibration results are shown in Fig. 7. The photolysis
flux was varied to produce mixing ratios of O3 over the range
2–10 ppb and the water-vapor mixing ratio was adjusted be-
tween 1000 and 5500 ppm, resulting in OH concentrations
in the range 1.1×109–1.5×1010 cm−3. The uncertainty (1σ )
of ROH depends on the uncertainties stated in Table 2. Us-
ing O2 actinometry to determine (F×t), the addition of the
quoted uncertainties in quadrature yields an overall uncer-
tainty of 17%. The fraction of HO2 converted into OH is
derived from the ratio SHO2/SOH extrapolated to the exit of
the calibrator. The averaged measured ratio (CHO2) is 1.02 ±
0.07 (1σ ). This ratio suggests a high conversion efficiency,
although CHO2 cannot be 100% due to the reaction between
OH and NO (R2) occurring in the sampling cell. The most
realistic value probably lies in the lower range of the deter-
mination (e.g. ∼95%). The uncertainty (1σ ) of CHO2 deter-
mined in Table 2 is 6.5% and the propagation of errors on
RHO2= ROH×CHO2 provides an overall uncertainty of 18%.
It is worth mentioning that RHO2 can be directly determined
using the addition of CO inside the calibrator (not used in this
study) before irradiation in order to convert OH into HO2 in
the calibration system (Kanaya et al., 2001).
The quantity (F×t) was also measured in separate experi-
ments using the N2O actinometry approach described above.
In order to compare values derived from O2 and N2O acti-
nometry, the procedure consisted of measuring successively
the concentration of O3 produced in a flow of 50 SLPM of air
zero flowing through the calibrator and the concentrations of
NOx produced in the same air flow by adding 8% of nitrous
oxide (Matheson, purity better than 99%). Care was taken
to ensure that the total flow rate was the same for each ex-
periment in order to keep the photolysis time constant. NO
and NO2 were monitored by a chemiluminescence analyzer
(Teledyne, 200E), which was calibrated against a standard of
NO generated by dynamic dilution of a NO mixture (Math-
eson, certified mixture ±5%). Measurements were averaged
on 5–10 min and the detection limit was better than 0.4 ppb.
The rate constants used to derive (F×t) from Eq. (7) are dis-
played in Table 2. The absorption cross section of N2O at
184.9 nm is large (σN2O=1.43×10−19 cm2) (Sander et al.,
2006), leading to an attenuation of approximately 30% of the
light through the calibrator under these experimental condi-
tions. As a result, the production of nitrogen oxides during
N2O actinometry does not reflect the overall photon flux ab-
sorbed during O2 actinometry. To compare both actinometric
techniques, (F×t) derived from the photolysis of N2O was
corrected from the light attenuation by taking into account
the integration of the flux all over the photolysis path length
and by assuming that the air mass is well mixed at the exit of
the reactor.
A comparison between both techniques shows that the
N2O photolysis approach leads to a value for (F×t) that is
consistently above the O2 photolysis method by a factor 1.5
when (F×t) is derived from the most recent recommenda-
tions for k15 and k16 by Sander et al. (2006). Interestingly,
the rate constants recommended by Atkinson et al. (2004)
lead to better agreement (factor 1.3) between the techniques
compared to the more recent recommendations. Additional
measurements are needed to resolve the discrepancy between
the two techniques. However, this difference is within the
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uncertainties stated in Table 2, and gives confidence in the
characterization of the photon flux and the photolysis time
performed with O2 actinometry during OH calibrations. Use
of this method is preferred over the N2O technique for sev-
eral reasons. The former is more precise because no kinetic
parameters are involved in the determination of (F×t). In ad-
dition, the latter technique requires a correction of (F×t) due
to the strong absorption of N2O at 184.9-nm.
3.2 Ozone-alkene calibration results
Two typical calibrations are shown in Fig. 8 and consist of
successive measurements of the net OH signal at various
alkene concentrations. SOH is derived from the difference
between the on-resonance signal and the average of the two
surrounding off-resonance signals. The alkene concentra-
tion was increased for each on-resonance measurement, and
was varied from 0 to 8.7×1011 molecule cm−3. Inspection
of Panel (a) in Fig. 8 shows that OH is not detected in dry
air for the first on-resonance measurement when the added
alkene concentration is zero. In contrast, Panel (b) shows
that for the same measurement in humid air, a large signal
of OH is observed. This signal was found to be linearly de-
pendant on the O3 and water concentrations and showed a
quadratic dependence with the laser power, and is likely due
to the well known O3-water photolytic interference (Davis
et al., 1981; Smith and Crosley, 1990). OH is produced in-
side the sampling cell through Reactions (R25–R26) by laser
photodissociation of O3 at 308-nm and subsequent reaction
of O(1D) with water-vapor:
O3+hν (308 nm)→O(1D)+O2 (R25)
O(1D)+H2O→OH+OH (R26)
O(1D)+T2B→OH+products (R27)
The laser-generated OH is detected within the same laser
pulse that produced it. The current set-up of the IU-FAGE
instrument was found to be sensitive to this interference un-
der the high concentrations of O3 used in these calibrations,
probably because of beam overlapping in the multi-reflection
White cell.
The excited oxygen atoms produced from (R25) can also
react with T2B (R27) as the bimolecular rate constants of
(R26)(Dunlea and Ravishankara, 2004) and (R27)(Kajimoto
and Fueno, 1979) are comparable. However, the maximum
concentration of T2B used during these calibrations was be-
low 1012 molecule/cm3 and when a mixing ratio of water va-
por as low as 0.1% is introduced inside the flow-tube, the rate
of (R26) becomes faster than (R27). Therefore the spurious
OH coming from (R27) is negligible in moist air.
During calibrations, O3 and water mixing ratios are kept
constant and the signal arising from the laser-generated OH
can be treated as an offset provided that the laser power does
not drift on the short timescale of the experiment. As a
result, SOH recorded when [alkene]=0 was subtracted from
the net OH signal measured when the alkene was present.
The plateau reached by SOH at large alkene concentrations
in Panel (b) is consistent with Eq. (8), as the concentra-
tion of OH becomes independent of [T2B] and is equal to
KT2B×[O3].
A close inspection of Panel (a) suggests that the plateau is
not reached for calibrations performed in dry air, even at the
highest alkene concentration. In addition, SOH measured at
the lowest alkene concentration (second on-resonance mea-
surement) is relatively large. This behavior is likely a result
of laser-generated OH from the reaction of O(1D) with T2B
inside the detection cell that produces OH dependent on the
alkene concentration (R27). As a consequence, calibrations
performed in dry air cannot be used to derive ROH in the cur-
rent configuration of the IU-FAGE instrument. Minimizing
beam overlap through improvement of the beam alignment
in the multipass cell and a reduction in the beam diameter
should minimize the laser generated OH and allow calibra-
tion of the IU-FAGE instrument in dry air.
Plots of 1/SOH versus [T2B] are presented in Fig. 9. ROH
was derived from the y-intercept (precision 1σ : 3–7%) and
normalized to 1-mW of laser power. All calibrations per-
formed are summarized in Fig. 7. These calibrations were
performed at an ambient temperature of 30±2◦C and KT2B
was corrected for the temperature dependence displayed in
Table 3, although it induces a larger uncertainty on the rate
constants k18 and k19. The dependence of ROH on the water-
vapor concentration was fitted by a linear regression exclud-
ing ROH measured in dry air. The sensitivity derived from the
calibrations performed in dry air appears to be 12% higher
than those performed in humid air and is consistent with the
laser-generated source of OH discussed above that causes
an overestimation of the sensitivity. The uncertainty (1σ )
of ROH depends on the uncertainties quoted in Table 3, and
the combined sources of errors give an overall uncertainty of
44% at 298 K.
4 Discussion
4.1 General considerations
Both calibration techniques exhibit similar advantages, such
as the production of OH at atmospheric pressure, a homoge-
neous OH radial profile, good reproducibility, and are conve-
nient to use during field measurements. For the water-vapor
photolysis calibration scheme, no reaction rate constants are
used and fewer associated uncertainties are involved in the
calculation of the OH concentration. In addition, the OH sig-
nal measured during a calibration experiment is less sensi-
tive to radial movements of the calibrator than the O3-alkene
technique, and the HO2 conversion into OH can be quan-
tified with the same apparatus. For the O3-alkene calibra-
tion scheme, there is no need to measure photon flux and
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Fig. 8. Typical steady-state O3-alkene calibrations. Panel (a): calibration performed in dry air at 2.5 ppm of O3. Panel (b): calibration
performed in humid air (0.75% of water) at 2.1 ppm of O3. The grey dashed line indicates the modulation cycle used for the measurement of
the on- and off-resonance signals. The solid black line is the recorded signal and the dashed black line is the average of all the off-resonance
measurements. The first on-resonance measurement was acquired without alkene then [alkene] increases at each on-resonance measurements
and is varied from 1.7×1011 to 8.7×1011 molecule cm−3.
absorption cross sections, no need to check variations in the
lamp spectral output, the laser generated OH from the O3-
water interference can be routinely checked and quantified
during the calibration and OH can be produced in dry air,
which is a significant advantage when the instrument needs to
be calibrated under ambient temperatures below 0◦C. How-
ever, the increased uncertainty associated with the tempera-
ture dependence of the rate constants involved in the calcu-
lation of the steady-state OH concentration limits its use to
temperature close to 298 K. Further kinetic studies are neces-
sary to improve the accuracy of the required kinetic parame-
ters at 298 K and their temperature dependences.
In the water-vapor photolysis approach, OH is generated
in the nanosecond time scale. After generation, OH can only
be removed by reactions with impurities present in the carrier
gas and by wall reactions. This source is well suited for all
types of OH instruments that require a calibration at atmo-
spheric pressure. In contrast, for the steady-state O3-alkene
approach OH is continuously produced and consumed. This
technique is not suited to calibrate instruments such as the
CIMS technique, where OH is converted into H2SO4 dur-
ing the sampling stage because the O3-alkene chemistry will
continue to produce OH during the conversion step.
4.2 Intercomparison of absolute sensitivities and water-
dependences
Figure 7 suggests that the absolute sensitivities derived
from the O3-alkene technique are approximately 40% lower
than the water-vapor UV-photolysis/O2 actinometry tech-
nique. These results are similar to a comparison of the
O3-alkene technique that led to an averaged sensitivity that
was approximately 11% lower than the CSTR technique
(Hard et al., 2002) but contrast with an unpublished compar-
ison that led to a good agreement between the water-vapor
UV-photolysis and the steady-state O3-alkene techniques
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Fig. 9. Plot of 1/SOH versus 1/[trans-2-butene] for 4 independent calibrations at various [O3], [water] and laser power: Black circles 2.1 ppm
O3, 0.75% water, 1.0 mW; grey squares 2.2 ppm O3, 0.47% water, 1.0 mW; black triangles 2.5 ppm O3, 0% water, 0.9 mW; grey diamonds
2.4 ppm O3, 0% water, 1.4 mW.
(Heard and Pilling, 2003). Although within the uncertainties
stated in Tables 2 and 3, the difference observed between the
two calibration techniques used in this study is close to the
1σ values of their accuracies. Moreover, a recent study per-
formed on the ozonolysis of short-chained alkenes (Wegener
et al., 2007) suggests that the rate constant for the ozonoly-
sis of T2B (k18 in Table 3) may be 1.2–1.3 times higher than
the recommended value. Using this value to calculate KT2B
would decrease the sensitivities derived from the O3-alkene
technique by approximately 1.25 and would increase the dif-
ference between the two calibration techniques. These two
points suggest a possible systematic error involved in one or
both techniques.
One possible systematic error associated with the O3-
alkene calibration technique in these experiments may be
the result of an OH production time-scale that is different
for our calibration experiments compared to the scavenger
experiments performed to derive the OH yield during T2B
ozonolysis. The gas-phase ozone-alkene chemistry has been
experimentally and theoretically investigated and the mech-
anism leading to the OH production is now well established
(Fenske et al., 2000; Kroll et al., 2001a, 2001b; Hasson et
al., 2003). Ozone adds across the double bond of an alkene
to form an energy-rich primary ozonide (POZ) that rapidly
dissociates into carbonyl species and Criegee intermediates
(CIs) as shown in Reaction (R28):
alkene+O3→POZ→
carbonyl+αCI∗CI∗+(1−αCI∗)TCI (R28)
syn−CI∗→OH+R
(prompt decomposition on a short timescale) (R29)
CI∗+M → TCI + M (R30)
syn−TCI→OH+R
(thermal decomposition on a long timescale) (R31)
This reaction is highly exothermic (Gutbrod et al., 1996)
and a fraction of the Criegee intermediates (αCI∗) is formed
with an excess of vibrational energy. The energy-rich CIs
can undergo further unimolecular reactions and can form OH
promptly (R29) or can be vibrationally stabilized by colli-
sional quenching with the bath gas molecules (R30). Both,
the energy rich CIs and the thermalized CIs (TCIs) can ex-
ist in the anti- or syn- configuration, with OH mainly pro-
duced from the decomposition of the syn isomer (Kroll et al.,
2001b). The competition between the prompt decomposition
to form OH and the collisional stabilization of the excited CIs
leads to the pressure dependence of the OH yield observed at
low pressure and short reaction times by Kroll et al. (2001a).
At atmospheric pressure, collisional stabilization dominates
relative to prompt decomposition and only a small fraction
of the excited CIs decompose to produce OH.
Based on OH yield measurements performed at reaction
times of 10–1000 ms and using time-dependent master equa-
tion calculations, Kroll et al. (2001b) suggested that the col-
lisionally stabilized CIs can also produce OH by thermal dis-
sociation (R31) but on a longer time scale than prompt de-
composition. As a result, the O3-alkene reactions exhibit a
time-dependent OH yield, with a more pronounced effect at
higher pressure. Moreover, it is believed that the vinoxy rad-
ical (R), formed as a coproduct of OH in Reactions (R29)
and (R31), reacts with O2 to form a chemically activated per-
oxy radical, which can isomerize and decompose to form OH
(Kuwata et al., 2003). This secondary source of OH will also
likely contribute to the time dependence of the OH yield.
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As mentioned previously, the yield of OH employed to de-
rive ROH from the O3-T2B calibration experiments has been
inferred from scavenger studies (Atkinson and Aschmann,
1993; Fenske et al., 2000). These measured yields do not
exhibit any pressure dependence, consistent with an OH pro-
duction arising solely from the TCI decomposition. How-
ever, the timescale of these experiments (a few minutes) is
much longer than the reaction time in the calibration flow-
tube. As a result, the OH yield produced in the calibra-
tion system may be different than the OH yield derived from
the scavenger studies (hereinafter referred as the global OH
yield), that arises from the decomposition on a long time
scale of both the TCIs and the vinoxy peroxy radical. Fur-
ther studies on the time-dependence of the global OH yield
are necessary to address this issue. However, one can spec-
ulate that if the yield of OH from the ozonolysis of T2B ex-
hibits a similar time dependence as tetramethylethene (Kroll
et al., 2001b), the OH yield at atmospheric pressure and
∼140–210 ms of reaction time may be somewhat lower than
the yield at longer reaction times. This would bring the ab-
solute sensitivities derived from both calibration techniques
into better agreement.
A close inspection of Fig. 7 shows that both cal-
ibration techniques do not exhibit an enhanced water-
dependence as observed for an early FAGE instrument
(Hofzumahaus et al., 1996). ROH decreases by 20±10%
(1σ ) per percent of water for the water-vapor UV-photolysis
technique and by 8±4% (1σ ) for the O3-alkene technique.
Both calibration techniques exhibit water dependences that
agree within their uncertainties. Taking into account the
sampling conditions and the parameters of the time-gated
detection for the IU-FAGE instrument, ROH is expected to
decrease by 13% per percent of water due to fluorescence
quenching. This is in good agreement with that observed for
both calibration techniques.
However, another potential error in the ozone-alkene cal-
ibration technique is the reaction of the TCIs with water-
vapor. A competition between the thermal dissociation of
the TCIs and their bimolecular reactions with water-vapor
would affect the production of OH in the calibrator and the
water dependence of ROH. Anglada et al. (2002) performed
quantum calculations on the reaction between water and the
TCIs. They pointed out that water-vapor may react with the
TCIs to form a hydroxyalkyl hydroperoxide species (HAHP)
(R32) with enough internal energy to undergo an O-O cleav-
age that leads to the production of OH (R33):
CH3C˙HOO˙+H2O→[CH3CH(OH)OOH]∗ (R32)
[CH3CH(OH)OOH]∗→CH3CH(OH)O˙+OH (R33)
[CH3CH(OH)OOH]∗+M→CH3CH(OH)OOH+M (R34)
Master equation calculations performed by Hasson et
al. (2003) indicate that the unimolecular decomposition of
the chemically activated HAHP competes with its collisional
stabilization (R34). As a result, OH production from the ther-
mal dissociation of the syn-TCI may be lower in the pres-
ence of water-vapor. However, the anti-TCI may also react
with water-vapor and produces a HAHP species, which could
compensate the lower production of OH from the syn isomer.
These theoretical studies suggest that the OH yield for the
ozonolysis of T2B may depend on the concentration of water
vapor. A recent experimental study by Wegener et al. (2007)
found an enhancement of the OH yield in the presence of
water vapor during the ozonolysis of short-chained alkenes
in the SAPHIR chamber. This study is in contrast with pre-
vious experiments performed on the ozonolysis of various
alkenes in humid air by Neeb and Moortgat (1999), John-
ston et al. (2001), Auschmann et al. (2002) and Hasson et
al. (2003), which suggested that the presence of water does
not affect the global OH yield. Clearly additional measure-
ments of the water dependence of the OH yield from the
ozonolysis of alkenes are needed to resolve these discrep-
ancies.
However, the measurements of the OH yield for the
ozonolysis of T2B by both Wegener et al. (2007) and Has-
son et al. (2003) show no statistically significant depen-
dence on water. This is consistent with the observed agree-
ment between the water dependence of ROH derived from
the O3-T2B and the water photolysis calibration discussed
above. Nevertheless, the presence of water-vapor may have
a stronger impact on calibrations performed using a differ-
ent alkene as shown by the strong OH yield enhancement
observed for propene, 1-butene, isobutene and Cis-2-butene
(Wegener et al., 2007).
4.3 Potential interferences in the calibration techniques
To determine whether the fluorescence of other species pro-
duced during the calibration may be interfering with the OH
measurements, the fluorescence lifetime of OH∗ was mea-
sured during calibration experiments. The fluorescence life-
times observed for both techniques are similar, and agrees
with the expected lifetime at 5.3 hPa. The fact that the sen-
sitivity derived from the O3-alkene calibration scheme is
lower than from water UV-photolysis suggests that forma-
tion of OH from the decomposition of intermediates in the
low-pressure region of FAGE is also negligible, although as
mentioned above, it is possible that the effective OH yield
at 140–210 ms of reaction time is somewhat lower than the
yield derived from scavenger experiments.
Hard et al. (2002) observed an interference consistent with
an additional OH source during calibrations of their FAGE
instrument with the O3-alkene technique. They determined
that this interference was only present in dry air and for T2B
concentrations above 3×1012 molecule/cm3, higher than the
concentrations used in this study. Interestingly, this interfer-
ence was observed to disappear in moist air containing 1%
of water-vapor, and tests were performed that ruled out the
laser photolysis interferences described above. The authors
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suggested that this interference may be due to the dissocia-
tion of an intermediate in the low-pressure cell of their FAGE
apparatus that results in the production of OH. We cannot
rule out a similar interference in the O3-T2B calibrations pre-
sented here, and this additional production of OH inside the
low pressure region of the FAGE instrument would result in
an overestimation of the sensitivity of the instrument. This
potential interference requires further studies in order to as-
sess whether intermediates generated during the ozonolysis
of alkenes, as well as other atmospheric intermediates, de-
compose in the low-pressure region of the FAGE apparatus.
5 Conclusions
The overall goal of this study was to improve the confi-
dence of current OH measurement techniques through an in-
tercomparison of calibration techniques as a complement to
instrument intercomparisons. Two different calibration tech-
niques were used to accurately calibrate the IU-FAGE in-
strument. The first involved the photolytic dissociation of
water-vapor at 184.9 nm and the second was based on the
generation of a steady-state concentration of OH produced
from ozone-alkene reactions. Both techniques were found
to agree within their experimental uncertainties, although the
sensitivities derived from the ozone-alkene technique were
systematically lower than those derived from the water-vapor
UV-photolysis technique. This suggests a systematic error,
likely due the time dependence of the OH yield during O3-
alkene reactions. Because the timescale of OH generation in
the ozone alkene calibration system is relatively short, the ac-
tual OH produced in the calibration system may be less than
the global OH yield measured during scavenger experiments.
The water-vapor UV-photolysis technique exhibits the high-
est accuracy and the lowest degree of secondary chemistry,
and as a result, is the most suitable for calibrating OH instru-
ments. Because several aspects of the mechanism of the gas-
phase alkene ozonolysis are still uncertain, we recommend
using the O3-alkene calibration scheme only as a secondary
method to derive the instrument response. Further studies are
required to determine whether the recommended OH yield
derived from scavenger experiments is suitable to calculate
the steady-state concentration of OH generated at short reac-
tion time in the ozone-alkene calibration systems containing
water-vapor. In addition, unknown interferences associated
with the ozone-alkene technique that could involve the de-
composition of reaction intermediates at low pressure must
be investigated. However, the level of agreement observed
between these two different methods improves the confi-
dence of the water-vapor photolysis method as an accurate
calibration technique for HOx instruments.
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